Structural defects in chronic peritoneal dialysis catheters contributing to peritonitis.
Recurrent peritonitis remains a critical problem in patients treated with continuous ambulatory peritoneal dialysis. 3 case histories are presented documenting an association between catheter defects and peritonitis. Illustrative defects are shown. Improved awareness of the hazard and better catheter design may reduce the risks of peritonitis.